Candida albicans infection of bilateral polyurethane-coated silicone gel breast implants.
We present a report of bilateral Candida albicans infection of polyurethane-coated silicone gel prostheses and an acute onset of unilateral capsular contracture 4 years after breast augmentation. The patient was treated by removal of implants, antibiotic irrigation of the capsule cavities, and immediate replacement with new implants. Following histopathologic diagnosis, the patient was treated with a course of fluconazole and remains symptom free at the 12-month follow-up.